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The performance of quadrupole ion traps using argon or air as the buffer gas was evaluated
and compared to the standard helium only operation. In all cases a pure buffer gas, not
mixtures of gases, was investigated. Experiments were performed on a Bruker Esquire ion
trap, a Finnigan LCQ, and a Finnigan ITMS for comparison. The heavier gases were found to
have some advantages, particularly in the areas of sensitivity and collision-induced dissocia-
tion efficiency; however, there is a significant resolution loss due to dissociation and/or
scattering of ions. Additionally, the heavier gases were found to affect ion activation and
deactivation during MS/MS, influencing the product ion intensities observed. Finally, the
specific quadrupole ion trap design and the ion ejection parameters were found to be crucial
in the quality of the spectra obtained in the presence of heavy gases. Operation with static
pressures of heavy gases can be beneficial under certain design and operating conditions of the
quadrupole ion trap. (J Am Soc Mass Spectrom 2003, 14, 1099–1109) © 2003 American Society
for Mass Spectrometry
The quadrupole ion trap mass spectrometer(QITMS) comprises a large and continually grow-ing segment of mass spectrometry. The QITMS
possesses many advantages over other mass analyzers,
including ease of use, size, cost, and ability to perform
MSn analysis. With this greatly increased usage comes
the motivation to enhance and extend its abilities. One
area that has seen sporadic investigation is the buffer
gas used within QITMS. The use and function of the
buffer gas has been of interest to researchers for many
years prior to commercialization of the QITMS [1–3].
The buffer gas is an important component of the
QITMS and can affect many aspects of its operation.
When injecting ions into the QITMS, one function of the
buffer gas is to reduce ion kinetic energy. As the ions
enter the trapping volume, they will encounter neutral
buffer gas atoms or molecules and collide with them.
One possible outcome of these collisions is the transfer
of kinetic energy from the ions to the neutral target (the
buffer gas). This reduction of ion kinetic energy is
termed collisional cooling, and the process aids in ion
trapping and therefore can improve sensitivity. Many
collisions can occur once the ion is nominally trapped,
yielding a condensed cloud of ions close to the center of
the trapping volume. With all of the ions condensed to
the center of the QITMS and possessing similarly low
kinetic energies, mass analysis can be performed with
higher resolution and sensitivity [3].
A collision also can result in ion kinetic energy being
converted into ion internal energy. The maximum
amount of internal energy that can be deposited into the
ion in a single collision is the center-of-mass kinetic
energy, Ecom, and can be calculated using the following
eq:
Ecom  Elab MnMp  Mn (1)
where Mn is the mass of the neutral buffer gas atom or
molecule, Mp is the mass of the ion, Elab is the ion’s
laboratory frame kinetic energy and Ecom is the center-
of-mass kinetic energy. Increasing the internal energy of
an ion is the desired outcome when performing colli-
sion-induced dissociation (CID). The most common
way to implement CID in the QITMS is resonance
excitation. Resonance excitation involves kinetically ex-
citing specific ions of interest by applying a supplemen-
tary oscillating electric field at the frequency of the ions’
motion. During the resonant excitation process, ions
undergo collisions with the buffer gas. These collisions
convert some of the ions’ kinetic energy to internal
energy. After enough kinetic energy has been trans-
ferred so that the internal energy exceeds the critical
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energy of dissociation, the parent ions can fragment.
The resulting product ions are not in resonance with the
supplementary electric field and subsequent collisions
between the buffer gas and the product ions will, on
average, reduce the product ion internal and kinetic
energy. Collisionally cooling the product ions can en-
hance the MS/MS collection efficiency, but also will
limit the variety of product ions formed. The dual
functionality of the buffer gas in a QITMS enables the
instrument to achieve MS/MS efficiencies that can
approach 100% [4].
Ions need to be ejected from the QITMS to reach the
detector, which is external to the trapping volume, and
the buffer gas can also affect ion ejection. Ejection is
most commonly accomplished with resonance ejection.
Resonance ejection utilizes the same process as reso-
nance excitation uses for CID except the ions are kinet-
ically excited much faster, causing them to be ejected
from the trapping volume before undergoing sufficient
collisional activation. In some cases before the ion
oscillations are large enough to eject the ion, it can
undergo sufficient collisions with the buffer gas to
cause the ion to dissociate. Scattering is another possible
result from a collision. A dissociative collision will
produce a smaller mass ion, which may be immediately
ejected from the QITMS. A scattering collision can alter
the phase relationship of the ion motion and the rf field,
also causing the ion to be quickly ejected. Therefore,
either outcome from a collision may modify the ejection
time causing the ion to be ejected earlier than the
majority of ions of the same m/z [5]. As the mass
spectrum is acquired over time, the difference in ejec-
tion time will degrade the resolution (m/m) of the
mass spectrum.
Usually the buffer gas of choice in the QITMS is
helium because it gives the best performance in terms of
resolution and sensitivity. Helium has a large enough
mass to produce significant collisional cooling; how-
ever, helium is not large enough to cause a significant
amount of scattering or dissociation during ejection.
The resulting mass spectra acquired with helium as the
buffer gas generally have good resolution and peak
shapes. However, there are reasons to use alternative,
heavier buffer gases. The foremost of these is the added
collisional cooling and collisional activation possible.
As shown by eq 1, if Mn increases, Ecom also increases.
Selection and proper use of a gas other than helium
could conceivably enhance the operation of the QITMS.
Many experiments have been performed using pure
gases other than He as well as mixtures of two different
gases. In addition, both static and pulsed pressures
have been used to further investigate the role of the
buffer gas during different parts of the instrument’s
operation. The first experiments to investigate the per-
formance of the QITMS with buffer gases other than He
involved using low, static pressures of pure Ar [6].
These experiments were performed with standard ge-
ometry Finnigan ITMS electrodes and the research
concentrated on the MS/MS performance of the
QITMS. In general, increased levels of internal energy
deposition were observed with Ar over all pressures
tested. The internal energy deposition exhibited a
pressure dependence when He was used, with lower
pressures yielding higher internal energies. The
product ion intensities and mass resolution were
lower with Ar, and this decrease in performance was
postulated to be due to the increase in buffer gas
mass serving to alter the ion ejection profile as
discussed above. One earlier report noted that no ion
signal was observed when Ar was used alone at
higher pressures as a static buffer gas [7]. This latter
experiment differed from previous heavy gas exper-
iments in that the ions were injected into the QITMS
rather than being formed in it.
Several researchers have also explored the option of
mixed gases [7–11]. In most cases, the heavy gas was
added to the standard operating pressure of He buffer
gas. The buffer gas mixtures used were between 1-50%
heavy gas, and resulted in an overall greater total buffer
gas pressure than usual. A problem with decreased
sensitivity was observed in some cases [7, 11]; however,
an increase in the sensitivity (termed the trapping
efficiency in this earlier report) was observed for large
CsI cluster ions [9]. Ion/neutral collisions still degraded
the resolution even though the heavy gas pressure was
reduced compared to the original experiments [9, 11]. In
all cases, an increase in the internal energy deposition
during CID was observed once the optimal proportion
(system dependent) of heavy gas was added to the
standard helium pressure.
At this point, it is useful to make a note about
terminology. When assessing the performance of the
QITMS with heavy gases, it is often useful to compare
the resulting signal intensity observed when the QITMS
is operated with and without heavy gas added. This can
give an indication of the effect the heavy gas has on the
sensitivity of the instrument. In the past, however,
several researchers have termed this measurement the
trapping efficiency. A problem with the term trapping
efficiency is that it can have several different meanings
in the context of the QITMS. It can mean the efficiency
of collecting ions that are injected into the QITMS, and
it can be used to mean the efficiency with which those
ions are stored in the QITMS (also termed the storage
efficiency). Another problem with the term trapping
efficiency is that in most cases the researchers are not
actually measuring a physical value consistent with
either of the above definitions. In most cases the ob-
served signal is used as a measure of the trapping
efficiency. However, several processes besides the trap-
ping efficiency influence the observed signal intensity.
These processes include, but are not limited to, ion
injection efficiency, storage efficiency, and detection
efficiency. There are few examples known where the
necessary experimental steps were taken to measure the
true trapping efficiency [12], and none of the previous
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heavy buffer gas research include these measurements.
Therefore, throughout this paper the term sensitivity
will be used when discussing comparisons of the ion
signal produced with various experimental setups.
After the experiments with static pressures of heavy
buffer gases indicated the loss in resolution, two re-
search groups investigated the use of pulsed heavy
gases [8, 13]. In these experiments, the standard oper-
ating pressure of He was always present. The heavy gas
was then pulsed into the instrument, adding to the He
base pressure for a short time. The pulsing scheme was
designed such that the heavy gas was only present for
a specific segment of the experiment. When heavy gases
were pulsed in during ion accumulation, a decrease in
sensitivity was observed [13]. Although this agrees with
the previous heavy buffer gas results discussed above
[7, 11], a significantly different trapping scheme was
used in the pulsed experiments. Additionally, in the
former experiments the heavy gas was present for the
entire experiment, but it was only present for ion
accumulation in the pulsed gas experiment. Therefore,
the decreases in sensitivity observed are most likely due
to different effects. When heavy gases were pulsed in
during the analytical ramp segment of the experiment,
the resolution was degraded. The drop in resolution
was again attributed to ion/neutral collisions. More
importantly, however, was the finding that when the
heavy gases were pulsed in during CID, the MS/MS
efficiency increased and additional product ion types
were detected. This result was attributed to an increase
in the internal energy deposition and was observed
without any degradation of the performance (i.e., sen-
sitivity and resolution) of the QITMS.
Previous work with heavy gases indicates that they
can improve performance under certain operating con-
ditions. It also has been shown that heavy gases affect
different segments of the experiment in different ways.
However, all of the earlier research was performed with
first generation commercial QITMS instrumentation.
This generation of QITMS did not utilize higher order
fields to the extent that current generation instruments
do. For these reasons, the performance of three com-
mercial QITMS has been investigated using a range of
static pressures of heavy gases. Static pressures of
individual heavy gases (no He added) were used to
simplify the experiment so that the fundamental effects
of the heavy gas alone could be analyzed. Argon was
the primary heavy gas investigated, but ambient air
also was used due to its potential application in field-
based miniature mass spectrometers. Additionally, the
use of no added buffer gas (just the air introduced from
the external ionization source) also was investigated.
The standard metrics for MS and MS/MS performance
were evaluated, along with parameters specific to
QITMS instruments, such as eject and higher order
fields. In all cases the performance was compared to
that with pure He as the buffer gas.
Experimental
Instruments
Three different QITMS instruments were used in the
experiments described here. A Bruker (Billerica, MA)
Esquire ion trap mass spectrometer was used for most
experiments. The use of this instrument should be
assumed unless otherwise noted. The geometry and
spacing of the electrodes in the Esquire ion trap have
been designed to enhance the contribution from higher
order (specifically hexapolar) fields [14, 15]. This instru-
ment is equipped with a standard Analytica (Branford,
CT) electrospray ionization source that has been slightly
modified to utilize a more durable custom glass transfer
capillary.
The second instrument was a highly modified Finni-
gan (San Jose, CA) ITMS that was used in a previous
heavy gas study [8]. This instrument is equipped with a
custom nanoESI source. The third QITMS used was a
commercial Finnigan LCQ, with the standard Finnigan
ESI source interface. This instrument has been modified
so that a supplemental ac voltage can be applied to the
endcap electrodes with a waveform generator [16]. In
the context of the current research, the use of a wave-
form generator provides the ability to select the eject
value used during the analytical scan.
Gases
Research grade gases were used in all experiments,
except when ambient laboratory air was used. All gases
were leaked into the vacuum systems through precision
needle valves and pressures were set and stabilized
before any experiments were initiated. Pressures were
measured with either a Penning or Bayard-Alpert type
ionization gauge, depending on the instrument. Buffer
gas pressures were set as the static pressure added to
the ultimate base pressure, all measured with the inlet
on the electrospray source closed. The base pressures of
the vacuum systems used here were typically in the
107–106 torr range. Gases were always introduced
directly into the trapping volume; however, pressures
were not measured within the trapping volume, as it is
experimentally difficult to perform such a measure-
ment. In all cases, the vacuum gauge was located some
distance (usually between 15 and 20 cm) away from the
analyzer. The Finnigan ITMS trapping volume is open
as only ceramic rod spacers are used to separate the
electrodes. The LCQ ion trap was modified to be
similarly open, meaning that besides the electrodes,
there is nothing else that blocks gas flow in and out of
the trapping volume. Therefore, the pressures mea-
sured by the vacuum gauges on the ITMS and the LCQ
instruments were representative of the actual pressures
within the trapping volumes. However, this was not the
case for the Esquire ion trap. The Esquire uses solid
electrode spacers to tightly enclose the trapping volume
making the gas flow in and out conductance limited. As
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a result, when a buffer gas was being introduced into
the analyzer, the vacuum gauge indicated a pressure
lower than the actual pressure the trapped ions were
experiencing.
The difference between the actual and measured
pressures in the Esquire motivated further investigation
toward developing a calibration curve for converting
between the two pressure values. The calibration was
attempted using a gas phase proton-transfer reaction
between cytochrome c and dimethylamine [17]. The
rate of the ion/molecule reaction at various measured
pressures of dimethylamine [18] was used to calculate
the analyzer pressure. A complete set of the experi-
ments needed to develop a calibration curve covering
the desired range was not possible due to rate of the
ion/molecule reaction in this pressure range. However,
the successful experiments indicated that the actual
pressure in the analyzer is approximately 100 times
greater than that measured by the gauge in the main
vacuum chamber. The rough calibration accounts for
the differences in the operating pressure of Esquire ion
trap and that of other QITMS. The Esquire normally
operates with 2.1  105 torr of He, as measured by the
vacuum gauge. From the above calibration, the actual
pressure within the trapping volume is approximately 2
 103 torr, whereas other QITMS usually operate with
1  103 torr of He. Because a calibration curve could
not be established, the pressures reported for the Es-
quire ion trap throughout this work are those measured
by the gauge. Based on the above experiments these
reported pressures are approximately two orders of
magnitude lower than the actual pressure in the ana-
lyzer trapping volume.
The buffer gas pressure ranges considered with the
Esquire ion trap are as follows (measured outside of the
trapping volume): He and Ar  0.71  7.1  105 torr,
air  0.71  6.4  105 torr. The standard operating
pressure for this instrument with He is 2.1  105 torr.
All reported pressures throughout this paper are added
pressure to the ultimate base pressure of the instrument
when the source is closed, and all pressures are cor-
rected for the specific response of the vacuum gauge to
the measured gas. Some experiments on the Esquire ion
trap were performed without any buffer gas added to
the trapping volume. This state will be represented by a
point at zero pressure in the plots discussed below
(marked with a solid triangle). However, this state is
not actually “zero pressure”. Without any added buffer
gas, the only gas present in the trapping volume is the
laboratory air that enters through the source and is not
pumped away by the rough and first high vacuum
regions; therefore, the “zero pressure” point can be
interpreted as a very low added pressure of air. The
ultimate base pressure reached in this instrument with
the source closed was approximately 1.5  106 torr.
The added pressure from laboratory air with the source
open was measured to be approximately 3.7  105
torr. The air was present in all experiments conducted
on the Esquire. The pressure from air inside the trap-
ping volume is assumed to be similar to that measured
by the vacuum gauge due to diffusion within the
vacuum system and the factor of 100 noted above does
not apply.
Solutions/Samples
The peptide Leucine Enkephalin (sequence YGGFL,
abbreviated Leu-Enk), obtained from Sigma Chemical
Company (St. Louis, MO), was used for all experiments.
Solutions resulting in final concentrations between 20–
250 M were prepared in a 75:20:5 mixture of methanol:
water:acetic acid (glacial).
Instrument Operating Conditions
After first obtaining electrospray signal, the various
source voltages were adjusted to minimize fragmenta-
tion and maximize the overall intensity of the [M  H]
species. For MS/MS experiments, the amplitude of the
resonance excitation voltage was adjusted such that the
product ion signal was maximized, yielding the maxi-
mum MS/MS efficiency [19]. MS and MS/MS data




Mass spectra of Leu-Enk obtained with He and Ar as
the buffer gas are shown in Figure 1. Qualitatively the
spectra look very similar, and little additional fragmen-
tation or anomalous peaks are observed when using Ar
as the buffer gas. The inset included in Figure 1 shows
that the resolution has degraded with the use of Ar as
the isotopic peaks are no longer resolved. The decrease
in resolution observed is in agreement with previous
results obtained with static pressures of heavy gases in
QITMS [6]. Additionally, the inset shows that the ap-
parent mass of the protonated molecule has shifted
when Ar is the buffer gas. This is because the instru-
ment requires a separate calibration for Ar (the active
calibration is based on using He as the buffer gas) and
indicates that the presence of the heavier bath gas
causes ions to be ejected sooner.
The resolution loss was quantified at different buffer
gas pressures, and the results are shown in Figure 2. It
should be noted that the resolution cannot be deter-
mined just by measuring the peak width because the
13C isotope peak is no longer resolved from the 12C
isotope peak with Ar as the buffer gas (see Figure 1).
The reduced resolution observed with Ar is expected to
increase the error in the FWHM measurement used to
create Figure 2 because the peak shape is not perfectly
gaussian. The larger FWHM values have errors of
10–15% associated with them. Gaussian peak shape
modeling was used to deconvolute the contribution
from the isotope peak to the peak widths observed. The
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resolving power (defined as m/m) of the instrument
was found to drop from 1400 (at m/z 556) with He to 250
or less with Ar. Therefore, the resolving power drops by
at least a factor of 5.6 when Ar is used. The resolution
was degraded further as the pressure was increased
over the range investigated. The resolution degradation
was not as severe with air as the buffer gas, but the peak
widths were still wider than those observed with He.
Finally, it was observed that with no added buffer gas
present the resolution was quite good, although not as
good as with low pressures of He. It must be remem-
bered that when no buffer gas is added, there is still a
base pressure of air present in the vacuum system as
well as in the trapping volume. Once a buffer gas is
introduced, however, the gas in the trapping volume
will effectively be the pure added buffer gas and not the
air introduced from the electrospray source. The ob-
served changes in resolution support the belief that
heavier buffer gases degrade resolution by dissociating
or scattering analyte ions during mass analysis. These
effects are minimized with He as the buffer gases
because of its small mass.
The sensitivity for [M  H] ions from Leu-Enk was
also evaluated in the presence of heavy gases. The
results are shown in Figure 3 where the data is normal-
ized to the highest signal intensity observed in all of the
experiments. The manufacturer-recommended pressure
of 2.1  105 torr was found to give the highest
sensitivity for all gases in the range tested. At this
pressure, the maximum sensitivity was obtained when
Ar was used as the buffer gas. The sensitivity decreased
somewhat at higher and lower buffer gas pressures.
Helium and air exhibited similar trends to Ar over the
range investigated, but produced overall lower sensi-
tivities (33 and 8% lower, respectively). With no added
buffer gas, the sensitivity was very poor (94% lower
than the maximum using Ar). Effects of the buffer gas
on QITMS sensitivity have been considered recently
with a MALDI source producing short pulses of ions
[20]. Two possible consequences of the buffer gas can be
postulated: (1) The buffer gas may affect the strong
dependence of ion trapping on the rf phase during
injection and (2) different buffer gases and pressures
could lead to different levels of CID, therefore affecting
the observed sensitivity. The first point, although not as
significant a problem with continuous ion sources be-
Figure 1. Mass spectra of Leu-Enk in 2.1  105 torr of (a) He
and (b) Ar. The insets show the protonated molecule region of the
mass spectrum. Note: The instrument was not recalibrated for data
taken with Ar as the buffer gas.
Figure 2. Resolution loss of the Leu-Enk protonated species, as a
function of pressure for He, Ar, and Air.
Figure 3. Sensitivity, defined as the signal intensity obtained
from Leu-Enk protonated molecules in a given time interval and
normalized to the maximum value obtained, as a function of
pressure for He, Ar, and Air.
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cause the ions are injected over all rf phases, could be
partially responsible for these results. However, the
second point can be eliminated because upon injection
argon produces only slightly more ion fragmentation
than helium (see Figure 1). Therefore, additional un-
known effects from the heavier buffer gas must be
contributing to the sensitivity increase. Current work in
our lab addressing the effect of the buffer gas during ion
trapping in a QITMS is beginning to separate the many
consequences [21].
CID Performance
After establishing that the Bruker Esquire would oper-
ate with static pressures of pure heavy gases (contrary
to previous results with the Finnigan ITMS), the effects
of heavy gas on CID were evaluated. The MS/MS (in
this case CID) efficiency was calculated as follows [19]:
CID Efficiency 
 product ion signal after activation
 product ion signal before activation (2)
This efficiency was measured over the range of pres-
sures of each gas, and the results are plotted in Figure 4.
The manufacturer recommended pressure of 2.1  105
torr was found to provide the maximum CID efficiency
for He and Ar, with generally lower efficiencies being
observed at pressures above and below this value. The
CID efficiencies were relatively flat across the pressure
range when air was used, with an increase observed at
the highest pressures. The reason for this increase and
the shape of the graph beyond this pressure was not
investigated. The CID efficiency increased an average of
25% when Ar was used as compared to He. Air and He
produced similar efficiencies over the pressure range
examined. Despite the fact that air’s molecular weight is
closer to that of Ar than that of He, a similarity between
the air and He efficiencies exists, likely because air is
comprised of polyatomic species whereas He and Ar
are atomic species. A collision with a neutral poly-
atomic species can result in vibrational excitation of the
neutral as well as the ion, whereas vibrational excitation
is not possible for an atomic species. If the neutral can
be vibrationally excited then less of the collision energy
is likely to be converted into ion internal energy leading
to ion dissociation. Again, as with ion trapping, CID
was very inefficient when no buffer gas was added.
This is expected because there is a relatively low num-
ber density of neutral gas molecules present for colli-
sional energy transfer. Therefore, the parent ions are
likely ejected before accumulating enough internal en-
ergy to dissociate.
In addition to the efficiency of generating product
ions, the types of product ions formed from a CID
experiment are important. The formation of certain
product ion types is governed by the amount of internal
energy deposited into the parent ion, which is modified
by the presence of heavy gases within the QITMS [8,
13]. The ratio of a4/b4 ions formed from Leu-Enk was
used to investigate the energy transfer process. The
a4/b4 ion ratio has been shown previously to be indic-
ative of the internal energy level of the dissociating
protonated Leu-Enk [22]. The previous results showed
that more internal energy is required to form the a4 ion.
Therefore, a higher a4/b4 ion intensity ratio indicates
that the parent Leu-Enk ion possessed a larger amount
of internal energy when it dissociated, and vice-versa.
The a4/b4 ion ratio has been used previously in our lab
with the QITMS to probe internal energy deposition [8].
Additional work in our lab established that the a4 ion
from Leu-Enk is primarily formed from a consecutive
dissociation as follows [23]: [M  H] 3 b4 3 a4.
The potential for a consecutive dissociation compli-
cates the interpretation of the a4/b4 ion ratio as an
indicator of internal energy deposition. Some recent
publications have specifically challenged the use of the
a4/b4 ion ratio as a measure of the internal energy of
protonated Leu-Enk trapped within the QITMS [24, 25].
It was noted that if bath gas conditions, such as tem-
perature, pressure and composition are not held con-
stant, the consecutive dissociation of the b4 ion to the a4
ion can be affected through collisional cooling of the
excited b4 ion. Collisional cooling serves to decrease the
ion internal and kinetic energy, therefore relaxing the
ion to a lower energy state. A b4 product ion that has
internal energy in excess of the critical energy for
dissociation to the a4 ion may not undergo dissociation
if it is collisionally cooled (relaxed) at a rate faster than
its dissociation rate. Rapid collisional cooling of the b4
ion will divert the reaction from the reaction channel
leading to the a4 ion, as was previously observed at low
bath gas temperatures and low activation levels [25]. If
the excited b4 ion is not efficiently collisionally cooled
the a4 ion formation channel would be accessible,
resulting in a large a4/b4 ratio. Therefore, the a4/b4 ion
Figure 4. Collision-induced dissociation efficiency of the Leu-
Enk protonated molecule as a function of pressure for He, Ar, and
Air.
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ratio is affected by the internal energy of the dissociat-
ing parent ion, as well as the collisional cooling rate of
the bath gas. In the work presented here the a4/b4 ion
ratio was measured to gain information about the
internal energy deposited into the parent ion and the
collisional cooling rate of the b4 product ions (and
parent ions). However, it is impossible to deconvolute
the specific contributions from the parent ion internal
energy and the collisional cooling rates in these exper-
iments (we are doing other experiments to separately
measure collisional cooling rates [26]).
The a4/b4 ion intensity ratio results are shown in
Figure 5. As with all of the MS/MS experiments, the
amplitude of the resonance excitation voltage was in-
creased until the product ion signal was maximized,
yielding the maximum MS/MS efficiency. The most
striking feature of Figure 5 is the large a4/b4 ion ratio
observed with low pressures of He, followed by a
dramatic decrease in the ion ratio as the He pressure is
increased. A subtle feature is the steady increase in the
a4/b4 ion ratio as the pressure of Ar and air is increased.
The features of Figure 5 can be explained when the
ion collisional cooling and dissociation rates are consid-
ered, as both affect the a4/b4 ion ratio. While on the
microscopic level the processes are intertwined, on the
macroscopic level for the sequential dissociation in-
volved in the system under study, the key parameters
are the dissociation rate of the parent ion (kpdis), the
dissociation rate of the b4 ion (kbdis) and the collisional
cooling rate of the b4 ion (kccr). The overall relationship
of these parameters is shown in Scheme 1, where b4
* is
the excited b4 ion that has enough internal energy to
dissociate to the a4
 ion. (Some fraction of the b4

product ions will not have enough internal energy to
subsequently dissociate and these are not considered
further here.) Assuming only bimolecular collisions, the
collisional cooling rate can be calculated as:
kccr  kccbuffer gas	 (3)
where kcc is the collisional cooling rate constant
(cm3/molecule  s) and [buffer gas] is the buffer gas
number density (molecule/cm3). The collisional cooling
rate constant is different for each buffer gas because the
size and type of neutral will affect the collision dynam-
ics and therefore will affect how much ion internal
energy is transferred to the neutral.
The above relationship can be used to explain why
the a4/b4 ion ratio is so much greater with low pres-
sures of He versus low pressures of heavy gases. The
collisional cooling rate constant of He is much slower
(due to its low mass and the fact that it is monoatomic)
than that of either Ar or air. Therefore, b4
* product ions
dissociate faster than they are collisionally cooled by
He, leading to a larger amount of the a4 product ion
being formed. As more He is added to the QITMS, kccr
increases and becomes more competitive with kbdis and
the a4/b4 ion ratio decreases.
Collisional cooling, however, cannot explain why the
a4/b4 ion ratio increases as the pressure of heavy gas
increases. The ion ratio increase can be rationalized by
remembering that the a4/b4 ion ratio is also a function
of the dissociating parent ion internal energy. The
critical energy of dissociation for the ion is the same,
regardless of the buffer gas present. Once the critical
energy is reached, there is still some finite time before
the ion actually dissociates (the kinetic shift). During
the time before dissociation the ion is still being reso-
nantly excited and therefore it can undergo further
activating collisions. There will be more collisions at the
higher pressures of buffer gas (due to the shorter mean
free path) serving to raise the internal energy of the
activated parent ion to greater levels before it dissoci-
ates. With heavy gases, significantly more internal
energy will be deposited than with He, because of the
higher Ecom value. When the highly activated parent ion
dissociates, there will be more b4
* product ions (relative
to b4
 product ions with insufficient internal energy to
dissociate) and these b4
* product ions will have addi-
tional internal energy relative to the same ions formed
at lower Ar pressures. Thus, there are more ions that
can dissociate to form a4
 product ions, and they require
more collisional cooling to bring them below the critical
energy of dissociation. The increase in the a4/b4 ion
ratio observed at higher heavy gas pressures indicates
that product ion internal energy (which should be
proportional to the parent ion internal energy) increases
Figure 5. a4/b4 product ion ratio from the Leu-Enk protonated
molecule as a function of pressure for He, Ar, and Air.
Scheme 1
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faster than kccr. A similar increase is not observed with
He because the parent ion internal energy is not raised
as high as with heavier gases. For He, in the pressure
range tested, kccr continues to increase faster than the
internal energy of the b4
* ion.
A note should be made about the previous results
obtained with the Finnigan ITMS concerning internal
energy deposition during CID [6, 8]. The data from the
earliest work [6] agrees very well with the findings
presented here especially considering the relative pres-
sures used. The previous researchers used lower pres-
sures of pure He and pure Ar. Their data indicated a
dramatic increase in the internal energy deposition at
the lowest He pressures, agreeing with the conclusion
above that kccr is very slow at low pressures of He. All
pressures of Ar tested produced little change in the
parent ion internal energy, indicating that any increases
in ion internal energy were matched by increases in kccr.
The later work [8] found large a4/b4 ion ratios when
CID was performed with He and a pulsed pressure of
heavy gas present. The level of the ion ratio increase is
particularly interesting relative to the small change
observed here. The difference between the current and
previous experiments appears to be that the heavy gas
was pulsed into the QITMS, with the normal pressure of
helium present. With two different gases in the QITMS,
there are two contributions to kccr. Additionally, be-
cause the heavy gas is pulsed into the QITMS, its
contribution to the collisional cooling rate will initially
be large, but will then decrease as the heavy gas is
pumped away. Apparently, the initial presence of
heavy gas causes the internal energy of the parent ions
to be raised well above the critical energy of dissocia-
tion. However, the heavy gas is pumped away when
the b4
* product ions need to be collisionally cooled.
With the heavy gas pumped away, all that is left to
contribute to kccr is the He. The kcc for He is much less
than the kcc for a heavy gas, so He is not able to
collisionally cool the product ions as efficiently. There-
fore, the heavier gas is able to activate the ions, but does
not compensate for the activation by additional colli-
sional cooling. The pulsed introduction of the heavy gas
in the previous work is what leads to the particularly
high a4/b4 ion ratios.
The MS/MS process and the collision dynamics
present also were investigated through the analysis of
the resonance excitation voltage’s relationship with
buffer gas pressure. The resonance excitation voltage
was optimized in each experiment such that the highest
MS/MS efficiency was obtained. By considering the
voltage required for each gas, at each pressure, it is
possible to qualitatively assess the energetics involved
in ion activation. Figure 6 shows the trend in resonance
excitation voltage as a function of the pressure of each
gas. Over the entire pressure range investigated, a
higher resonant excitation voltage was required to
maximize the MS/MS efficiency with Ar or air versus
He. As noted above, the critical energy of dissociation
for the parent ion is the same regardless of the gas or
pressure used. The resonance excitation voltage is es-
sentially a measure of the “power” required to reach the
critical energy for dissociation. Therefore, heavy gases
would be expected to require less power as more
energy can be transferred per collision (Ecom). During
resonance excitation the goal is to increase the ion
internal energy, however, the activated parent ion can
still undergo collisional cooling. Although the parent
ion will be immediately kinetically excited again after
the cooling event, a collision that takes any energy away
from the parent ion will slow the activation process. The
difference in kcc for the parent ion is what produces the
differences in the required resonance excitation voltage
for He versus the heavy gases at a given pressure.
Heavy gases require more voltage because kcc is greater.
In addition to differences in the required resonance
excitation voltage with the gas type, the data shown in
Figure 6 demonstrates that the required resonant exci-
tation voltage increases for all gases as their pressure
increases. As the gas pressure increases, kccr will in-
crease, regardless of gas type (as shown in eq 3).
However, the collisional activation rate will also change
with pressure, potentially canceling out the additional
collisional cooling. It is, therefore, unknown if the kccr
change can explain the strong pressure dependence.
The increase in the required resonance excitation volt-
age with buffer gas pressure is likely due to the de-
crease in the mean free path of the ion. For a given
resonance excitation voltage, the smaller mean free path
results in lower ion kinetic energies being reached
before the next collision, because there is less time for
the ion to absorb power. Therefore, to reach similar
kinetic energies (Elab in eq 1) a larger excitation voltage
is required as the pressure is increased, regardless of the
gas used.
Figure 6. Resonance excitation amplitude required for maximum
CID efficiency of the Leu-Enk protonated molecule as a function of
pressure for He, Ar, and Air.
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Instrument Dependencies
All of the experiments discussed thus far were per-
formed with the Bruker Esquire ion trap, which is
considered a current generation QITMS. This instru-
ment includes two features that may enable and/or
enhance its operation with heavier buffer gases. First,
the physical electrode geometry (both the spacing of the
ring and endcaps and their shape) is specifically de-
signed to enhance the contribution from higher order
fields, particularly hexapolar fields [14, 15]. Second, the
instrument detects ions by resonantly ejecting them at
z  2/3. At a z of 2/3 ions are in resonance with the
hexapolar field and are ejected more efficiently [27–29].
These two features should yield more efficient ejection
under heavily damped conditions, such as when Ar is
used as the buffer gas. The previous work with heavy
gases was performed on Finnigan ITMS instruments,
which are a previous generation of QITMS, which do
not have the same electrode geometry and generally use
a frequency for the resonance ejection voltage close to 
 1 [7–9, 11, 13].
To investigate the importance of the z value used
for resonant ejection (eject), additional experiments
were conducted with a Finnigan ITMS. Operation of the
ITMS with 1  103 torr of Ar (the normal operating
pressure when He is used) yielded no signal when
operating at eject near 1 (the normal resonant ejection
point); this is in agreement with what has been ob-
served previously [7, 8]. Experiments were conducted
with different Ar pressures and eject values to deter-
mine what caused the loss in signal. Table 1 lists the
peak widths and intensities observed. As indicated,
signal was obtained at lower Ar pressures or at lower
eject values, but only after lowering the Ar pressure and
operating at eject  2/3 did the peak widths and
intensities approach those obtained with He. In general,
operation of the ITMS over a range of static pressures of
Ar resulted in signal intensity and resolution that are
worse than those obtained with the Esquire. The adjust-
ment of the eject value alone did not cause the ITMS to
perform as well as the Esquire. The only other differ-
ence between the ITMS and the Esquire is their elec-
trode geometries, indicating that the higher order fields
produced by the electrodes are also important in allow-
ing acceptable operation with heavy gases.
Peak widths observed on the ITMS were recorded
over a range of eject values with both He and Ar buffer
gases at a pressure of 5  104 torr (one half the normal
operating pressure). The results are shown in Figure 7.
The peak widths are improved with Ar between eject 
0.3 and 0.8. Peak widths increased for both gases as eject
decreased below 0.3. This is expected because the sepa-
ration of m/z values along the az  0 axis of the stability
diagram decreases as  decreases. At eject values above
0.8, the peak widths increased rapidly when Ar was
used, but continued to decrease with He. The optimum
eject value is, as expected, approximately 1 when He is
used as the buffer gas. However, the optimum eject
value when operating with Ar is approximately 0.8.
Ejecting ions at  values of 2/3 or 1/2 (the hexapolar
and octopolar resonances, respectively) has been shown
to produce very efficient ion ejection [27–29]. However,
when these eject values (and values closely surround-
ing them), were used with the ITMS, peak widths were
not further reduced in the presence of He or Ar (data
not shown). Possibly the faster ion ejection was miti-
gated by additional scattering or fragmentation of the
quickly accelerated ions.
A final set of experiments to investigate the instru-
mental effects of heavy gases on QITMS operation was
conducted with a Finnigan LCQ, another current gen-
eration QITMS. The geometry of the LCQ ion trap
incorporates some higher order fields through in-
creased trap stretching (accomplished by decreasing the
ring electrode radius and maintaining the same endcap
spacing) as compared to the ITMS [29, 30]. However, it
is unknown if other fields are specifically enhanced
with additional electrode geometry modifications. Op-
eration of the LCQ under “normal” conditions with a
static pressure of Ar (1  103 torr, eject  0.927) gave
very broad peaks (much greater than the Esquire).
Because the LCQ used for these experiments was mod-
ified so that the eject value could be user-specified [16],
Table 1. Leu-Enk [M  H] peak width (FWHM/) and
intensitites observed with static pressures of Ar at two eject
values on the Finnigans ITMS
Pressure/torr
eject  0.96 eject  2/3
Width Intensity Width Intensity
1  103 NSa NS 6.12 142
5  104 8.55 171 2.34 217
1  104 0.32 1125 0.294 1187
aNS indicates no signal was observed.
Figure 7. Leu-Enk protonated species peak width as a function
of the eject value. Data was obtained with 5  10
4 torr of He or
Ar on a Finnigan ITMS.
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spectra were taken over a range of eject values. Figure
8 shows the peak widths observed for both Ar and He.
Similar trends are evident in Figures 7 and 8. Although
the peak widths that were observed with the two
instruments are similar, the ITMS experiments were
conducted at one half the pressure that was used with
the LCQ. Using the same buffer gas pressure with the
ITMS would have produced very wide peaks and very
little signal.
The above experiments demonstrate that the elec-
trode geometry and the eject value both play roles in
optimization of the QITMS performance with heavy
gases. The performance of the Finnigan ITMS compared
to that of the Bruker Esquire shows that the presence of
enhanced higher order fields improves QITMS perfor-
mance with heavy gases, particularly with higher pres-
sures of heavy gases. The performance of the LCQ, with
its enhanced higher order fields, was superior to the
performance of the ITMS with 1  103 torr of Ar and
eject  0.96. The resolution achieved with the LCQ was
improved further when using Ar by lowering the eject
value used, which required modifications to the instru-
ment. At lower eject values the performance of the LCQ
was very similar to the performance of the Bruker
Esquire. The analytical mass scan rates used with these
instruments, however, are not the same. A slower scan
rate will yield higher resolution as the frequency reso-
lution is greater [31]. The Esquire uses a scan rate that is
more than two times faster than that used with the
LCQ. Therefore, at similar scan rates it would be
expected that the Esquire would have better resolution.
The performance difference between the Esquire ion
trap and the LCQ indicates that the higher order fields
in the Esquire have a somewhat more positive effect on
the resolution compared to the LCQ when operating
with heavy gases. A possible explanation for the better
performance of the Esquire is that the faster ion ejection
reduces the effect of processes that degrade resolution
when using heavy buffer gases. There is not enough
data, however, to place a quantitative value on the
different levels of performance as a function of higher
order fields present.
Conclusions
Results presented here show that operation with only
Ar as the buffer gas is not only possible but also can
provide some advantages relative to He. The sensitivity
and the CID efficiency are improved when Ar is used;
however, the resolution is decreased. Thus, Ar appears
to be beneficial during initial ion trapping and CID but
not during the analytical scan. In addition to Ar, it
was shown that operation of a QITMS with air as the
buffer gas is possible. Air produced slightly improved
sensitivity and CID efficiency compared to He, and
although the resolution was degraded, it was not as
poor as with Ar.
MS/MS studies with Leu-Enk allowed the energetics
of ion activation and collisional cooling by the buffer
gas to be investigated. The different buffer gases used in
this study were found to produce different collisional
cooling rates. The heavier buffer gases cooled excited
product ions faster than He did. As the pressure of the
heavy buffer gas was increased, additional internal
energy could be imparted into the parent ion bringing it
further above its critical energy of dissociation. Once
the highly activated parent ion dissociated, the product
ion internal energy was also greater.
Finally, it was found that acceptable performance
with heavy buffer gases was only possible when the
QITMS was designed and operated such that higher
order fields (above quadrupolar) were enhanced. The
Bruker Esquire ion trap design and standard operation
conditions are well suited to working with heavy gases.
Under standard operating conditions, the Finnigan
ITMS, and to a lesser extent the LCQ, are not well suited
for use with heavy gases. However, both Finnigan
instruments can be used effectively with heavy gases
when operated with lower pressures and/or lower eject
values. Experiments with the ITMS and the LCQ dem-
onstrated that the resolution depends on eject, and the
functional form of the dependence is different when Ar
is used, compared to He. With Ar as the buffer gas, the
resolution improved drastically at eject values between
0.4 and 0.8. The expected resolution improvement as
eject approaches 1 was not observed, illustrating a key
difference when operating the QITMS with Ar versus
He as the buffer gas.
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